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ABSTRACT 


A  UHF  remote  stimulation  system  working  in  the  915  MHz  band  is 
described,  which  generates  current  pulses  in  three  stimulation  chan¬ 
nels.  The  amplitude,  duration,  repetition  rate  and  channel  can  be 
controlled  from  a  remotely  located  control  panel.  This  system  has 
been  installed  at  Holloman  Air  Force  Base,  New  Mexico,  to  stimulate 
the  brain  of  free  ranging  chimpanzees  and  study  the  induced  modifi¬ 
cations  on  individual  and  social  behavior. 


INTRODUCTION 


Remote  controlled  stimulation  of  the  brain  based  on  RF  transmission 
in  the  100  MHz  band  has  been  used  in  our  laboratory  for  several  /cars 
(Delgado,  et  al  I969V 

in  some  locations,  however,  restrictions  imposed  on  the  trans¬ 
mitting  power  make  convenient  the  use  of  less  crowded  bands  of  frequency 
and  the  present  report  describes  the  system  that  we  have  developed  for 
brain  stimulation  in  free  ranging  chimpanzees,  using  a  carrier  frequency 
of  915  MHz. 

Figure  I  indicates  the  signal  flow  in  the  system.  The  signals 
determining  channel,  intensity,  duration  and  repetition  rate  originate  in 
the  control  circuit  section  (1).  The  output  of  the  control  circuit  is  a  low 
power  pulse  train  which  controls  the  output  of  the  gated  power  supply  (2) 
and,  therefore,  the  power  to  the  UHF  transmitter  (3).  Bursts  of  radio 
frequency  at  915  MHz  are  generated  by  the  transmitter  according  to  the 
signals  from  the  control  circuit  section  (1)  and  radiated  by  the  antenna  (4). 
This  equipment  is  stationary  and  located  outside  the  animal  compound  or 
cage. 


The  instruments  carried  by  the  animal  consist  of  the  915  MHz  to 
100  MHz  down  converter  (5)  and  the  stimulator  receiver  (6)  connected  to 
the  converter.  The  receiver  demodulates  the  100  MHz  signal  from  the 
converter  and  generates  the  stimulation  pulses  at  the  appropriate  channel 
as  directed  by  the  modulating  s  gnals  from  the  control  circuit  section  (1). 


SUMMARY 


A  UHF  remote  stimulation  system  working  in  the  915  MHz  band  is 
described,  which  generates  current  pulses  in  three  stimulation  channels. 
The  amplitude,  duration,  repetition  rate  and  channel  can  be  controlled 
from  a  remotely  located  control  panel.  This  system  has  been  installed  at 
Holloman  Air  Force  Base,  New  Mexico,  to  stimulate  the  brain  of  free 
ranging  chimpanzees  and  study  the  induced  modifications  on  individual 
and  social  behavior. 


Jose  M.  R.  Delgado,  M.  D.  ,  Ronald  J.  Bradley,  Ph,  D.  ,  Victors.  Johnston, 
Ph.  D.  ,  Gerhard  Weiss,  B.E.E.  a  id  Jan  D.  Wallace,  M.D,  "Implantation  of 
Multilead  Electrode  Assemblies  ani  Radio  Stimulation  cf  the  Bram  in 
Chimpanzees."  6571st  Aeromedical  Research  Laboratory  Techiiicai  Report, 
ARL-TR-69-2. 


Figure  1.  UHF  Stimulator  System 


CIRCUIT  DESCRIPTION 


A.  Control  Circuits 


Figure  2  shows  the  control  console  and  Figure  3  the  block  diagram 
of  the  control  circuits.  The  circuit  diagram  is  shown  in  Figure  4A  and 
4B.  With  all  three  ON-OFF  switches  in  the  ON  position  the  sequence  of 
signals  is  as  indicated  in  the  timing  diagram  Figure  5.  The  letters  in 
the  timing  diagram  refer  to  the  parts  of  block  diagram  Figure  3  at  which 
these  signals  occur.  The  repetition  rate  of  the  control  sigruls  is  deter¬ 
mined  by  the  astable  multivibrator  (b). 

The  frequency  of  this  multivibrator  can  be  varied  by  a  frequency 
control  (a).  This  control  varies  the  time  constant  of  the  frequency  deter¬ 
mining  RC  network  in  conjunction  with  a  voltage  control  which  limits  the 
charge  of  the  capacitor  in  the  RC  network  and  thus  influence  the  frequency. 

The  monostable  multivibrators  (c)  and  (d)  are  triggered  by  alternate 
half  cycles  of  multivibrator  (b).  Multivibrator  (d)  triggers  a  delay 
circuit  (e)  which  in  turn  triggers  multivibrator  (f).  The  outputs  of  the 
three  monostable  multivibrators  (c,  d,  and  f)  are  connected  each  to  one 
input  of  the  three  AND-gates  (h,  i,  and  k).  Another  input  of  each  AND-gate 
is  connected  to  an  ON-OFF  switch  for  each  channel.  The  third  input  of 
each  gate  is  connected  to  a  subcarrier  oscillator,  one  for  each  channel. 
With  the  switch  for  any  one  of  the  channels  in  the  ON  position  and  the 
corresponding  monostable  multivibrator  in  the  triggered  (unstable)  condi¬ 
tion  the  oscillator  signal  is  allowed  to  pass  through  the  gate  to  an  OR 
(summing)-Gate  which  passes  any  of  the  three  signals  which  arrives  to  the 
driver  circuit. 

The  duration  of  the  ON-time  of  the  monostable  multivibrator  deter¬ 
mines  the  duration  of  the  actual  current  pulse  from  the  stimulator.  As 
shown  in  the  circuit  diagram  of  the  control  circuit,  Figure  4A,  the 
timing  capacitor  is  charged  by  a  constant  current  circuit  which  obtains 
its  reference  voltage  from  the  duration  control  (g).  The  duration  control 
is  a  step  attenuator  which  determines  the  charging  rate  of  the  timing 
capacitors  in  all  three  monostable  multivibrators  by  varying  the  reference 
voltage  to  the  constant  current  circuit. 
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Figure  3.  Block  Diagram  of  Control  Circuits 
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Figure  5.  Timing  Diagram 
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The  first  two  monostable  circuits  (c)  and  (d)  are  always  triggered 
one-half  of  a  cycle  of  the  astable  multivibrator  (b)  apart  while  the  third 
monostable  circuit  (f)  follows  the  second  by  a  constant  delay  of  approxi¬ 
mately  1  msec.  This  delay  is  provided  by  delay  circuit  (e),  a  single 
transistor  which  is  temporarily  turned  off  by  a  negative  potential  at  the 
input  capacitor.  The  duration  of  the  off-time  is  determined  by  the 
coupling  capacitor  and  the  bias  resistor  at  the  base. 

There  are  three  subcarrier  oscillators  (I,  m,  and  n),  one  for  each 
stimulation  channel.  The.  oscillate. -s  employ  a  Colpitts  circuit.  The 
basic  frequency  determines  the  channel  and  a  variation  of  this  frequency 
the  intensity  of  stimulation  current.  The  intensity  controls  (o,  p,  and  r) 
provided  for  each  channel  are  variable  capacitors  in  parallel  to  the  tank 
circuit  inductor. 

The  gated  subcarrier  oscillator  signals  from  the  outputs  of  AND-gates 
(h,  i,  and  k)  are  connected  to  the  driver  stage  (t)  vi?  OR- gate  (s). 

B,  1  ne  Gated  Power  Supply 

A  photograph  and  a  circuit  diagram  of  this  unit  are  shown  in 
Figure  6  and  Figure  7  respectively.  The  primary  power  is  received  from 
the  A.  C.  supply  line  and  stepped  down  in  the  power  transformer.  The 
secondary  voltage  is  rectified,  filtered  and  pre- regulated  by  transistor 
Ql  (2N3054)  whose  base  is  connected  to  DZ,  a  30  volt  zener  diode. 

The  input  to  the  gating  circuit  is  connected  to  the  driver  stage  in 
the  control  circuit  section  via  transistor  Q2  which  is  used  as  a  fast 
diode  to  decouple  the  base  of  the  input  transistor  Q3  from  the  output  of 
the  driver.  Transistor  Q4  is  switched  by  Q3.  The  collector  of  Q3  is 
connected  to  zener  diode  D3  at  20V  while  its  base  is  driven  from  30V  re¬ 
sulting  in  a  forward  operation  of  both  transistor  junctions.  In  this  way 
an  accurate  and  low  impedance  reference  voltage  is  supplied  to  the  base 
of  output  transistor  Q5  when  Q4  is  turned  on.  In  the  off  condition  the  base 
of  Q5  is  clamped  to  ground  potential  by  the  collector  of  Q3  through  the 
base  emitter  junction  of  Q4.  As  a  result,  pulsed  power  is  applied  to  the 
transmitter  at  the  rate  of  the  frequency  of  the  subcarrier  oscillator  which 
is  passed  through  at  that  time* 
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C.  The  TranE  .litttr 


No  schemali'c  of  vh  smitter,  Model  DG511,  is  available.  It 

was  manufactured  by  Car.ders  Associates^  and  subsequently  modified  by 
Systems  Research  Lab.  ,  Inc.  .  The  transmitter  contains  one  transistor 
2N5108.  The  tuning  aiid  antenna  coupling  circuit  is  a  cavity  in  the  col¬ 
lector  of  the  transistor.  A  tape  in  the  cavity  provides  proper  matching 
to  the  '.nfcnni  impedance. 

Upo.^  af plication  of  power  the  transmitter  begins  to  generate  a 
frequency  of  915  MHz  and  ceaser  v/hen  the  power  is  removed.  A  train 
of  ultra  high  frequency  bursts  is  transmitted,  therefore,  at  the  rate  of 
the  subc'rrier  'frequency,  >  video  output  is  provided  to  observe  the 
demodulated  UHF  on  an  osc:  Joscope.  Figure  8  is  a  photograph  of  the 
transmitter  and  tho  anterna. 

D.  The  Antenna  \  , 

I  f  .  I  j 

Connected  to  lb-  traiisp  it'er  output  is  a  cavity-backed  spiral 
antenna,  AEL  Model  No.  ‘^.SN  115A,  with  circular  polarization.  This 
type  of  antenna  was  cbose  .  to  minimize  directional  effects  at  the  receiver. 

E.  The  915  tc  tCP  MHz  ’)own-Converter 

To  match  the  conventionally  used  stimulator  which  is  operated  at 
100  MHz  a  converter  was  acquired.  This  unit  is  self  contained  and  was 
designed  and  manufactured  by  Systems  Research  Lab.  ,  Inc.  .  A  photo¬ 
graph  of  the  converter  is  shown  in  Figure  9  and  the  circuit  diagram  in 
Figure  10.  The  converter  consists  of  a  mixer,  a  local  oscillator  and  an 
output  stage.  It  is  power  ?d  by  two  1.4  volt  mercury  batteries  of  500  mAh 
which  provide  approxixriately  100  hours  of  continuous  operation. 

The  RF  signal  is  received  by  a  semi-circular  antenna  w'ith  an  inside 
diameter  cf  0.  75  inch.  A  loose  coupling  into  the  stub-tuned  oscillator 
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Figure  10.  915-100  MHz  Down  Convertor 


provides  the  mixing  of  the  incoming  signal  with  the  oscillator  frequency 
to  an  intermediate  frequency  of  100  MHz  which  is  amplified  in  the  third 
transistor  and  connected  to  the  input  of  the  stimulator. 

F.  The  Stimulator 

Manufactured  by  Neurotronics*^,  it  is  a  self  contained  unit 
operating  from  a  7  volt  mercury  battery.  The  stimulator  receives 
the  100  MHz  signal  from  the  converter.  It  separates  the  subcarrier 
signals  from  the  RF  carrier  and  decodes  the  subcarrier  signals  into 
channel  and  intensity  information.  The  stimulator  generates  negative 
pulses  from  a  current  source,  i.  e.  the  current  amplitude  is  determined, 
by  the  subcarrier  signal,  and  is,  within  limits  independent  of  the  impe¬ 
dance  of  the  load.  Currents  of  up  to  2.  5  ma  into  a  load  of  up  to  10  K  ohms 
can  be  generated.  The  unit  is  housed  in  an  epoxy  shell  and  potted  in  an 
epoxy  compound.  A  circuit  diagram  is  not  available. 


Neurotr onics,  72  South  Turnpike  Road,  Wallingford,  Connecticut 
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